Objective symmetry detector method for gammaencephalography. VI. Comparison with subjective evaluation of brain scintigraphy.
The diagnostic accuracy of brain scintigraphy and the objective symmetry detector method for gamma encephalography is compared. The objective symmetry detector method was found more efficient in separating brain tumour patients from normal than a group of ten radiologists interpreting brain scintigrams.